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We have designed a toolbox that provides an environment for testing radiotherapy optimization
techniques, objective functions, and constraints. A set of three-dimensional~3D! pencil beam dose
distributions have been computed for a cylindrical phantom. The 6 MV pencil beams were com-
puted using a superposition-based dose engine commissioned for an Elekta SL20 linear accelerator.
Due to the cylindrical symmetry of the phantom, the pencil beam dose distributions for any arbi-
trary beam angle can be determined by simply rotating the pencil beam data sets. Thus, the full
accuracy is maintained without the need for additional dose calculations or large data storage
requirements. In addition to the pencil beam data sets, tools are included for~1! rotating the pencil
beams,~2! calculating the beam’s eye view,~3! drawing structures,~4! writing the pencil beam dose
data out to the optimizer, and~5! visualizing the optimized results. The pencil beam data sets and
the corresponding tools are available for download at http://medschool.umaryland.edu/departments/
radiationoncology/pencilbeam/. With this toolbox, researchers will have the ability to rapidly test
new optimization techniques and formulations for intensity modulated radiation therapy and 3D
conformal radiotherapy. ©2003 American Association of Physicists in Medicine.
@DOI: 10.1118/1.1598171#
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I. INTRODUCTION

For both intensity modulated radiation therapy~IMRT! and
three-dimensional~3D! conformal radiation therapy, invers
treatment planning can lead to increased planning efficie
and improved treatment plan quality. The ability to tes
new approach to inverse planning, however, rests on o
access to~1! patient CT data,~2! an algorithm capable o
performing pencil beam dose calculations,~3! a means to
write out the dose data, and~4! a tool for visualizing the
optimized result. Researchers are typically unable to ac
the full compliment of these capabilities through commerc
treatment planning systems. It therefore becomes neces
to develop a variety of in-house tools before any novel o
mization research can be performed.

To facilitate future research in inverse treatment planni
we have produced a set of three-dimensional pencil-be
dose distributions computed for a cylindrical phantom. Th
data sets are now available through our web page. In a
tion, we provide tools for~1! rotating the pencil beams,~2!
calculating the beam’s eye view,~3! drawing structures,~4!
writing the pencil beams out to the optimizer, and~5! visu-
alizing the optimized results.

The test environment provided by this toolbox should
low for the rapid development of new inverse planning te
niques. Using an accurate dose calculation, one can dem
strate the validity and capabilities of a new planni
approach for a variety of target sizes and shapes.

This toolbox is an extension of previous work perform
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at the University of Wisconsin involving the use of 2D, no
diverging, monoenergetic pencil beams.1 By contrast, the
current data set includes 3D pencil beams commissione
match a 6 MV beam from a linear accelerator. This is
critical importance, because many optimization techniq
do not scale well to 3D. Also, some of the inverse plann
problems encountered in radiation therapy~such as the direc
optimization of aperture shapes! are inherently 3D in nature

II. MATERIALS AND METHODS

The pencil beams are incident on a water-equivalent c
inder 20 cm in diameter and 16 cm long. The centering of
phantom coincides with the machine isocenter which is 1
cm from the source. Pencil beams of 1 cm30.5 cm size were
calculated for a 20320 field incident from a single direction
(gantry50 degrees). Consequently, there are 800 pe
beams. Each pencil beam has an associated dose matrix
is 1253125 by 31 in size.

The cylindrical symmetry of the geometry offers a signi
cant computational advantage: the pencil beams for any g
try angle can be obtained by simply rotating the pen
beams computed for a gantry angle of zero. This rotation
be performed using the tools provided in the package. T
accuracy of the pencil beam calculation is thus maintain
without the need to recompute the dose for each spe
case.

Sample targets and sensitive structures are included
the toolbox. In addition, a tool is provided for drawing stru
23200„9…Õ2320Õ3Õ$20.00 © 2003 Am. Assoc. Phys. Med.
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FIG. 1. A pencil beam dose
distribution.
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tures and generating the beams’s eye view. This allows
user to test targets of various sizes and shapes. With
beam’s eye view~BEV! tool, one can choose to exclud
pencil beams outside of the BEV for the purpose of IMR
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optimization. Also, one can choose to add together all of
pencil beams within the BEV to create a 3D conform
beam.

The pencil beams were calculated using our in-house d
and
FIG. 2. ~a! An optimized IMAT treatment plan for a c-shaped target.~b! The delivered dose distribution as measured using film. In both cases, the 90%
50% isodose lines are plotted as white dashed lines.
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engine that combines aspects of Monte Carlo with those
the convolution–superposition technique.2 Individual pho-
tons are tracked by sampling an interaction point and t
propagating the point dose kernel from that point. The mo
was tuned to match a 6 MVbeam from an Elekta SL20 linea
accelerator.

The toolbox is designed to run on a LINUX platform. Th
toolbox includes the source code~written in C! for reading in
the pencil beams, rotating the pencil beams, determining
beam’s eye view, and writing out the data for the optimiz
With modifications to the code, it is possible to write out t
data in any desired format. This capability should make
possible to interface to any existing optimization code. T
tools for drawing structures and visualizing the dose are p
vided in an executable form, and the pencil beam data
stored in a binary format.

III. RESULTS

Figure 1 shows the dose distribution for two adjacent p
cil beams added together to create a single pencil beam 1
in width. We have used this toolbox extensively in the dev
opment of inverse planning techniques for step-and-sh
IMRT, intensity modulated arc therapy~IMAT !, and three-
dimensional conformal therapy.3–5 Figure 2~a! shows an iso-
dose plot for an optimized IMAT plan using six arcs. Th
plan was delivered on an Elekta SL20 linear accelerator,
the results from a film measurement are plotted in Fig. 2~b!.
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In this case, the optimization was performed using a te
nique called direct aperture optimization~DAO! described
elsewhere.3

IV. CONCLUSIONS

A pencil beam toolbox has been developed that allows
the rapid development and testing of radiotherapy optimi
tion techniques. The data set and associated tool are a
able for download at http://medschool.umaryland.e
departments/radiationoncology/pencilbeam/
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